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Weather protection option (vertical signal converters – for the compact version only) 

 
Figure 21: Weather protection option for vertical signal converter versions (compact version only) 

 
1 Non-Ex/ Exi/ IS: Rear view (with weather protection closed) 
2 Non-Ex/ Exi/ IS: Right side (with weather protection closed) 
3 Non-Ex/ Exi/ IS: Front view (with weather protection closed) 
4 Exd/ XP: Rear view (with weather protection closed) 
5 Exd/ XP: Right side (with weather protection closed)6  Exd/ XP: Front view (with weather protection closed) 

 

Dimensions and weights in mm and kg 

 
 

Dimensions and weights in inches and lb 
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Weather protection option (horizontal signal converters – for the compact version only) 

 
Figure 22: Weather protection option for horizontal signal converter versions (compact version only) 

 
1 Non-Ex/ Exi/ IS: Front view (with weather protection closed) 
2 Non-Ex/ Exi/ IS: Left side (with weather protection closed) 
3 Non-Ex/ Exi/ IS: Rear view (with weather protection closed) 
4 Exd/ XP: Front view (with weather protection closed) 
5 Exd/ XP: Left side (with weather protection closed) 
6 Exd/ XP: Rear view (with weather protection closed) 

 

Dimensions and weights in mm and kg 

 
 

Dimensions and weights in inches and lb 
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Weather protection option (antenna housing – for the remote version only) 

 

 
Figure 23: Weather protection option for the antenna housing (remote converter version only) 

 
1 Front view (with weather protection closed) 
2 Left side (with weather protection closed) 
3 Rear view (with weather protection closed) 

 

Dimensions and weights in mm and kg 

 
 

Dimensions and weights in inches and lb 
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Converter and antenna housing weights 

 

Non-Ex/ intrinsically-safe (Exi/ IS) 

 

Explosion proof (Exd/ XP) 

 
 

1 The remote version of the device has a "remote converter" and an "antenna housing". For more data, refer to 
"Housing dimensions" at the start of this section. 

Antenna option weights 

 

Standard options, without converter 

 

Antenna extension options 
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Other options 

 
 

1 This option is for Metallic Horn and Wave Guide antenna options 
2 This component is only for the Metallic Horn and Wave Guide antennas. It is attached between the signal converter 

and the flange if the process connection temperature is +150...+250°C/ +302...+482°F. 
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Intended use 

 
Responsibility for the use of the measuring devices with regard to suitability, intended use and corrosion 
resistance of the used materials against the measured fluid lies solely with the operator. 
 
The manufacturer is not liable for any damage resulting from improper use or use for other than the intended 
purpose. 
 
This radar level transmitter measures distance, level, mass, volume, flow rate (in open channels) and reflectivity 
of liquids, pastes and slurries. It does not touch the measured product. 

Installation 

Pressure and temperature ranges 

If the ambient temperature is more than +70°C/ +158°F, there is a risk of injury if you touch the device. Use a 
protective cover or metallic grid to prevent injury. 
 
 

 
Figure 24: Pressure and temperature ranges 

 
 

1 Temperature at the process connection.  
Non-Ex devices: The temperature range depends on the type of antenna, process connection and the seal material. 
Refer to the table that follows. 
Devices with Hazardous Location approvals: see supplementary instructions 

2 Ambient temperature for operation of the display 
-20...+60°C/ -4...+140°F 
If the ambient temperature is not between these limits, the display screen switches off automatically. The device 
continues to operate. 

3 Ambient temperature 
Non-Ex devices: refer to the ambient temperature/ flange temperature graphs in this section 
Devices with Hazardous Location approvals: see supplementary instructions 

4 Process pressure 
Depends on the type of antenna and process connection. Refer to the table that follows. 

 
 
 

The process connection temperature range must agree with the temperature limits of the gasket material. 
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1 Higher temperature on request 
2 Higher pressure on request 

 
 

For more data on pressure ratings, refer to Pressure ratings on page 18 
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PP Wave Horn: compact and remote versions 

Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 
Figure 25: Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 
 

Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
Figure 26: Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
1 Maximum ambient temperature, °C 
2 Maximum flange temperature, °C 
3 Maximum ambient temperature, °F 
4 Maximum flange temperature, °F 
5 Compact and remote versions of the device with the PP Wave Horn antenna 
6 Remote version of the device with the PP Wave Horn antenna 
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PTFE Wave Horn: compact and remote versions 

Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 
Figure 27: Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 
 
 

Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
Figure 28: Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
 
 
 

1 Maximum ambient temperature, °C 
2 Maximum flange temperature, °C 
3 Maximum ambient temperature, °F 
4 Maximum flange temperature, °F 
5 Compact and remote versions of the device with the PTFE Wave Horn antenna 
6 Compact version of the device with the PTFE Wave Horn antenna 

 
When the process temperature is -50°C/ -58°F, there is a de-rating for the ambient temperature. The minimum ambient 
temperature is -36°C/ -32.8°F. 
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Metallic Horn and Wave Guide: compact and remote versions 

Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 
Figure 29: Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 

Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
Figure 30: Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
1 Maximum ambient temperature, °C 
2 2  Maximum flange temperature, °C 
3 3  Maximum ambient temperature, °F 
4 4  Maximum flange temperature, °F 
5 5  Compact and remote versions of the device with the Metallic Horn or Wave Guide antenna 
6 6  Compact version of the device with the Metallic Horn or Wave Guide antenna 
 

When the process temperature is -50°C/ -58°F and the device has an EPDM gasket, there is a de-rating for 
the ambient temperature. The minimum ambient temperature is -35°C/ -31°F. 
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Metallic Horn and Wave Guide: compact and remote versions with the high-temperature (HT) extension 

Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 
Figure 31: Ambient temperature/ flange temperature, flange and threaded connection, in °C 

 

Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
Figure 32: Ambient temperature/ flange temperature, flange and threaded connection, in °F 

 
1 Maximum ambient temperature, °C 
2 Maximum flange temperature, °C 
3 Maximum ambient temperature, °F 
4 Maximum flange temperature, °F 
5 Compact and remote versions of the device with the Metallic Horn or Wave Guide antenna, the HT extension and 

EPDM and PFA gaskets 
6 Compact and remote versions of the device with the Metallic Horn or Wave Guide antenna, the HT extension and a 

PFA gasket 
 

When the process temperature is -50°C/ -58°F and the device has an EPDM gasket, there is a de-rating for 
the ambient temperature. The minimum ambient temperature is -39°C/ -38.2°F. 
 
When the process temperature is -60°C/ -76°F and the device has a PFA gasket, there is a de-rating for the 
ambient temperature. The minimum ambient temperature is -37°C/ -34.6°F. 
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Recommended mounting position 

 

Follow these recommendations to make sure that the device measures correctly. They have an effect on the 
performance of the device. 
 

 
Figure 33: Recommended mounting position for liquids, pastes and slurries 

 
 

1 Sockets for the PP Wave Horn antenna 
2 Nozzles for the PTFE Wave Horn antenna 
3 Nozzles for DN150 or DN200 Metallic Horn antennas 
4 Nozzles for Wave Guide antennas 
5 Tank diameter 
6 Minimum distance of the nozzle or socket from the tank wall (depends on the antenna type and size- refer to items 

1, 2 , 3 and 4 in this list):  
- PP/PTFE Wave Horn (1 and 2): 1/7 × tank height 
- Metallic Horn (3): 1/10 × tank height 
- Wave Guide (4): There is no minimum distance from the Wave Guide antenna to metallic walls and other metal 
objects 

Maximum distance of nozzle from the tank wall (depends on the antenna type and size- refer to items 1, 2 and 3 in this 
list): 

- PP/PTFE Wave Horn (1 and 2): 1/3 × tank diameter 
- Metallic Horn (3): 1/3 × tank diameter 
- Wave Guide (4): There is no maximum distance from the Wave Guide antenna to metallic walls and other metal 
objects 

7 Tank height 
 

If there is a nozzle on the tank before installation, the nozzle must be a minimum of 200mm/ 7.9¨ from the 
tank wall. The tank wall must be flat and there must not be obstacles adjacent to the nozzle or on the tank 
wall. 
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Figure 34: A maximum of 4 FMCW radar level meters can be operated in a tank 

 
 

 
Figure 35: Tanks with dish-shaped or conical bottoms 

 
Dish-shaped or conical bottoms have an effect on the measuring range. The device cannot measure to the bottom of the 
tank. 

1 Axis of radar beam 
2 Minimum level reading 
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Mounting restrictions 

Follow these recommendations to make sure that the device measures correctly. They have an effect on the 
performance of the device. 
 
We recommend that you prepare the installation when the tank is empty. 
 

Mounting restrictions: General data 

 
Figure 36: Mounting restrictions: General data 

 
 
 

1 Do not tilt the device more than 2° 

2 We recommend that you do an empty spectrum recording if there are obstacles in the radar beam (refer to 

Operation). If necessary, install a bypass chamber or stilling well or use an S-bend antenna extension or an L-bend 

antenna ex-tension (the device must be installed on the side of the tank) to move the device away from obstacles. 

3 2.5mm/ 0.1¨ max. for high-dielectric constant liquids 

4 Beam radius (DN80 (3¨) Metallic Horn antenna): increments of 290mm/m or 3.4¨/ft (16°) Beam radius (DN100 (4¨) 

Metallic Horn antenna): increments of 210mm/m or 2.6¨/ft (12°)Beam radius (DN150 (6¨) Metallic Horn antenna): 

increments of 140mm/m or 1.7¨/ft (8°) Beam radius (DN200 (8¨) Metallic Horn antenna): increments of 100mm/m or 

1.3¨/ft (6°) Beam radius (PP Wave Horn and PTFE Wave Horn antenna): increments of 176mm/m or 2.1¨/ft (10°) 
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Obstacles in the tank 

 

 
Figure 37: Obstacles in the tank 

 
 
Do not put the device directly above obstacles (agitator, support beams, heating tubes etc.). Parasitic signals from obstacles 
will cause the device to measure incorrectly. 

1 Solution 1: Put the device on another process connection away from obstacles 
2 Solution 2: Use the same process connection, but also use an S-bend extension 
3 Solution 3: Attach the device to the side of the tank and use an L-bend (right angle) extension 
 

Do not put the device near to the product inlet. If the product that enters the tank touches the antenna, the 
device will measure incorrectly. If the product fills the tank directly below the antenna, the device will also 
measure incorrectly. 
 

 
Figure 38: Product inlets 

 
 

1 The device is in the correct position. 
2 The device is too near to the product inlet. 
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Devices with Metallic Horn antenna 

 
Figure 39: Devices with Metallic Horn antenna 

 
1 If the roof is not flat, the antenna must project out of the nozzle 
2 Short tank nozzle 
3 Long tank nozzle (device with an antenna extension) 
4 If the roof is flat and the tank fitting is symmetrical, it is not necessary for the antenna to project out of the nozzle. 

Thus, the device can have a larger measuring range. 
 
 
The antenna must project out of the nozzle. If necessary, use an antenna extension. But if the tank roof is flat and the tank 
fitting is symmetrical, it is not necessary for the antenna to project out of the nozzle. Thus, the device can have a larger 
measuring range. 

Devices with PTFE or PP Wave Horn antenna 

 
Figure 40: Devices with PTFE or PP Wave Horn antenna 

 
Recommended height of tank process connection, a= 44...200mm/ 1.7...7.87¨ 

1 Device with a PTFE Wave Horn antenna and a flange connection. There are antenna extension options available 
(100mm/ 4¨, 200mm/ 8¨ and 300mm/ 12¨) for long nozzles. 

2 Device with a PP Wave Horn antenna and a thread connection 
 
Do not install devices with Wave Horn antennas on plastic nozzles that have a diameter of 50mm/ 2¨. 
 
If there are parasitic signals, the device will not measure correctly. Parasitic signals are caused by: 
Objects in the tank. 
Sharp corners that are perpendicular to the path of the radar beam. 
Sudden changes in tank diameter in the path of the radar beam. 
 
Do an Empty Spectrum recording (refer to Operation) to remove parasitic signals with a filter. 
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Standpipes (stilling wells and bypass chambers) 

Use a standpipe if: 

 There is highly conductive foam in the tank. 

 The liquid is very turbulent or agitated 

 There are too many other objects in the tank. 

 The device is measuring a liquid (petro-chemicals) in a tank with a floating roof 

 The device is installed in a horizontal cylindrical tank (refer to the end of this section). 
 
 

 
Figure 41: Installation recommendations for standpipes (stilling wells and bypass chambers) 

 
1 A stilling well solution 
2 A bypass chamber solution 
3 Air circulation hole4  Level of the liquid 

 
 
 

 The standpipe must be electrically conductive. 

 The inside diameter of the standpipe must not be more than 5mm/ 0.2¨ over the diameter of the antenna (for a high-
dielectric constant liquid). 

 The standpipe must be straight. There must be no sudden changes in internal diameter greater than 1mm/ 0.04¨. 

 The standpipe must be vertical. 

 Recommended surface roughness: <±0.1mm/ 0.004¨.•Make sure that there are no deposits at the bottom of the 
standpipe. 

 Make sure that there is liquid in the standpipe. 
 

You can drill an air circulation hole if the stilling well is in a closed space (a metallic container). This condition is 
necessary to obey TLPR standards. For more data, refer to the handbook. 
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Installation in tanks containing one liquid and foam 

 

 Drill an air circulation hole (max. Ø10mm/ 0.4¨) in the stilling well above the maximum level. 

 Remove the burr from the hole. 

Installation in tanks containing one liquid or more without foam 

 Drill an air circulation hole (max. Ø10mm/ 0.4¨) in the stilling well above the maximum level. 

 Drill 1 or more liquid circulation holes in the stilling well (if there is more than 1 liquid in the tank 
    These holes help the liquid to move freely between the stilling well and the tank. 

 Remove the burr from the hole. 
 

Stilling wells – reference point 

We recommend that you attach a flat cruciform target at the bottom of the stilling well. It must have a width of 1/3 of the 
internal diameter of the stilling well tube. This target is the limit of the measuring range in the stilling well. 
 

 
Figure 42: Reference point in the stilling well 

 
a≥ 1/3 × ØD 
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Stilling wells: floating roofs 

If the device must be installed on a tank with a floating roof, install it in a stilling well. 
 

 
Figure 43: Floating roofs 

1 Sediment 
2 Support fixtures 
3 Stilling well 
4 Floating roof 
5 Product 
6 Tank 
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Stilling wells: horizontal cylindrical tanks 

We recommend that you install the device in a stilling well if the device: 
 

 is for a horizontal cylindrical tank, 

 is in a metallic tank, 

 measures a product with a high dielectric constant and 

 is on the centerline of the tank. 
 

 
Figure 44: Horizontal cylindrical tanks 

 
1 The device is installed without a stilling well. There are multiple reflections. Refer to the CAUTION! that follows. 
2 The device is installed in a stilling well and measures correctly. 
 
 
If the device is installed in horizontal cylindrical tank that contains a high dielectric constant liquid without a stilling well, 
do not put it on the tank centerline. This will cause multiple reflections and the device will not measure accurately. Use 
the Multiple Reflections function in Supervisor> Basic Parameters to keep the effects of multiple reflections to a 
minimum. For more data, refer to "Function description" in the handbook. 
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Bypass chambers 

Installation next to tanks containing one liquid and foam 

 

 The top process connection of the bypass chamber must be above the maximum level of liquid. 

 The bottom process connection of the bypass chamber must be below the lowest measured level of liquid. 

 

Installation next to tanks containing more than one liquid 

 The top process connection of the bypass chamber must be above the maximum level of liquid. 

 The bottom process connection of the bypass chamber must be below the lowest measured level of liquid. 

 Additional process connections are necessary for the liquids to circulate freely along the length of the bypass 

chamber. 
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Electrical Connections 

Electrical installation: 2-wire, loop-powered  

Compact version  

Terminals for electrical installation 

 

Figure 45: Terminals for electrical installation 
 
 

1 Grounding terminal in the housing (if the electrical cable is shielded) 

2 Current output – 

3 Current output + 

4 Location of the external grounding terminal (at the bottom of the converter) 

Electrical power to the output terminal energizes the device. The output terminal is also used for HART® 

communication. 

Remote version 

Terminals for electrical installation 

 

Figure 46: Terminals for electrical installation 
 

 

1 Grounding terminal in the housing (if the electrical cable is shielded) 

2 Current output – 

3 Current output + 

4 Location of the external grounding terminal (on the wall support)  

Electrical power to the output terminal energizes the device. The output terminal is also used for HART® 

communication. 
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Connections between the remote converter and the antenna housing 

 

Figure 47: Connections between the remote converter and the antenna housing 
 

1 Remote converter 

2 Antenna housing 

3 Power supply: voltage in – 

4 Power supply: voltage in + 

5 Signal cable B 

6 Signal cable A 

7 Shielding wire (attached to Faston connectors in the housings of the remote converter and the antenna housing) 

 

For more electrical installation data, refer to Compact version on page 49. 

Non-Ex devices 

 

Figure 48: Electrical connections for non-Ex devices 
 

1 Power supply 

2 Resistor for HART® communication 

3 Optional connection to the grounding terminal 

4 Output: 11.5...30VDC for an output of 22mA at the terminal 

5 Device 
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Devices for hazardous locations 

For electrical data for device operation in hazardous locations, refer to the related certificates of compliance and 

supplementary instructions (ATEX, IECEx, etc.). You can find this documentation on the DVD-ROM delivered 

with the device or it can be downloaded free of charge from the website (Download Center). 

 

 

Networks 

General information 

 

The device uses the HART® communication protocol. This protocol agrees with the HART® Communication Foundation 

standard. The device can be connected point-to-point. It can also have a polling address of 1 to 63 in a multi-drop network. 

 

The device output is factory-set to communicate point-to-point. To change the communication mode from point-to-point to 

multi-drop, refer to "Network configuration" in the handbook. 

 

Point-to-point connection 

 

Figure 49: Point-to-point connection (non-Ex) 
 

1 Address of the device (0 for point-to-point connection) 

2 4...20mA + HART® 

3 Resistor for HART® communication 

4 Power supply 

5 HART® converter 

6 HART® communication software 
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Multi-drop networks 

 

Figure 50: Multi-drop network (non-Ex) 
 

1 Address of the device (each device must have a different address in multidrop networks) 

2 4mA + HART® 

3 Resistor for HART® communication 

4 Power supply 

5 HART® converter 

6 HART® communication software 
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Fieldbus networks 

 
For more data, refer to the supplementary instructions for FOUNDATION™ fieldbus and PROFIBUS PA. 
 

FOUNDATION™ fieldbus network (non-Ex) 

 
Figure 51: FOUNDATION™ fieldbus network (non-Ex) 

 
 

1 Field device 
2 Junction box 
3 H1 network 
4 H1/HSE converter 
5 High Speed Ethernet (HSE) 
6 Workstation 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 



 RM77 Level Transmitter 54 

 

 

 

PROFIBUS PA/DP network (non-Ex) 

 
Figure 52: PROFIBUS PA/DP network (non-Ex) 

 
 

1 Field device 
2 Bus termination 
3 PROFIBUS PA bus segment 
4 Segment coupler (PA/DP link) 
5 PROFIBUS DP bus line 
6 Control system (PLC/ Class 1 master device) 
7 Engineering or operator workstation (Control tool/ Class 2 master device) 
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Sales and Service 

For application assistance, current specifications, pricing, or name of the nearest Authorized Distributor, contact one 
of the offices below.  
 
ASIA PACIFIC 
Honeywell Process Solutions, 
Phone: + 800 12026455 or  
+44 (0) 1202645583 
(TAC) hfs-tac-
support@honeywell.com 
 
Australia 
Honeywell Limited 
Phone: +(61) 7-3846 1255 
FAX: +(61) 7-3840 6481 
Toll Free 1300-36-39-36 
Toll Free Fax: 
1300-36-04-70 
 
China – PRC - Shanghai 
Honeywell China Inc. 
Phone: (86-21) 5257-4568 
Fax: (86-21) 6237-2826 
 
Singapore 
Honeywell Pte Ltd. 
Phone: +(65) 6580 3278 
Fax: +(65) 6445-3033 
 
South Korea 
Honeywell Korea Co Ltd 
Phone: +(822) 799 6114 
Fax: +(822) 792 9015 

 
EMEA 
Honeywell Process Solutions, 
Phone: + 800 12026455 or  
+44 (0) 1202645583 
 
 
Email: (Sales)  
FP-Sales-Apps@Honeywell.com  
or  
(TAC)  
hfs-tac-support@honeywell.com 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
AMERICAS 
Honeywell Process Solutions, 
Phone: (TAC) (800) 423-9883  
or (215) 641-3610 
(Sales) 1-800-343-0228 
 
Email: (Sales)   
FP-Sales-Apps@Honeywell.com 
 or  
(TAC)   

hfs-tac-support@honeywell.com 
 
 

 

Specifications are subject to change without notice. 

 

For more information 
To learn more about VersaFlow Level,  
visit www.honeywellprocess.com 

Or contact your Honeywell Account Manager 
 
 

 

Process Solutions 
Honeywell 

 

1250 W Sam Houston Pkwy S 
Houston, USA, TX 77042 
 

 

Honeywell Control Systems Ltd 
Honeywell House, Skimped Hill Lane  
Bracknell, England, RG12 1EB 
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